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ABSTRACT: Non-invasive continuous alcohol monitoring has potential applications in both population research and in clinical 
management of acute alcohol intoxication or chronic alcoholism. Current wearable monitors based on transdermal alcohol content 
(TAC) sensing are relatively bulky and have limited quantification accuracy. Here we describe the development of a discreet wearable 
transdermal alcohol (TAC) sensor in the form of a wristband or armband. This novel sensor can detect vapor-phase alcohol in per-
spiration from 0.09 ppm (equivalent to 0.09 mg/dL sweat alcohol concen-
tration at 25 °C under Henry’s Law equilibrium) to over 500 ppm at one-
minute time resolution. The TAC sensor is powered by a 110 mAh lithium 
battery that lasts for over 7 days. In addition, the sensor can function as a 
medical “internet-of-things” (IoT) device by connecting to an Android 
smartphone gateway via Bluetooth Low Energy (BLE) and upload data to 
a cloud informatics system. Such wearable IoT sensors may enable large-
scale alcohol-related research and personalized management. We also pre-
sent evidence suggesting a hypothesis that perspiration rate is the domi-
nant factor leading to TAC measurement variabilities, which may inform 
more reproducible and accurate TAC sensor designs in the future.
Alcohol consumption is common in the US and around the 
world with more than half of the US adult population having 
drank alcohol in the past 30 days.1 After intake, alcohol (etha-
nol) molecules pass through the blood-brain barrier and may 
cause impairment of a person’s mental and physical abilities 
known as intoxication.2 The annual economic cost to the US due 
to alcohol is estimated at $44 billion.3 In addition, over 10,000 
deaths are caused by alcohol-impaired driving every year de-
spite comprehensive social education and awareness cam-
paigns.  In general, the use of alcohol is associated with myriad 
negative impacts on disease processes and clinical outcomes.4,5  
In general,  self-reported data or point measurements are re-
quired to conduct alcohol-related research and make clinically 
relevant decisions.6,7 However, human error and biases inherent 
in self-reporting may affect the accuracy of collected data.7–9 
Further, collection of objective measurements with high tem-
poral resolution is challenging via self-reporting. A single blood 
alcohol concentration (BAC) or a single breathalyzed alcohol 
reading does not give information regarding the rate of metab-
olism or absorption. To address these challenges, it is desirable 
to develop a non-invasive and unobtrusive continuous blood al-
cohol concentration (BAC) monitoring device. Since about 1% 
of alcohol ingested escapes through perspiration,10 detecting al-
cohol released from the skin through a method known as trans-
dermal alcohol content (TAC) sensing and deriving BAC values 
from these measurements is a promising way to achieve this 
goal.  
There are two wearable TAC sensors that are commercially 
available.  The SCRAM™ and WrisTAS™ are both based on 
electrochemical transducers. The SCRAM™ focuses on law-
enforcement applications, whereas the WrisTAS™ sensors are 
designed for research. Several laboratory and in-field studies 
have been conducted to evaluate the performances of both de-
vices.11–16 However, the data has not conclusively established 
whether accurate BAC values can be calculated from the TAC 
data. In addition, the bulky design of the two devices mean that 
they are not conducive to being worn over an extended period 
of use. More recently, a third alcohol monitoring device, BAC-
track Skyn, is being developed in an unobtrusive wristband 
form. However, currently this product is not available on the 
market and little technical information has been released by the 
manufacturer.  
Several research groups have been developing liquid-phase 
sweat biosensors for alcohol monitoring.17–21 Liquid-phase 
sweat analysis differ from TAC sensors in that liquid-phase 
technologies detect alcohol content in liquid sweat while TAC 
sensing uses insensible perspiration. Liquid-phase sensing is 
limited by the challenges in continuous sampling of liquid 
sweat. As a result, no such devices have been adopted into prac-
tical applications such as alcohol-related research and law en-
forcement. 
In this work, we demonstrate a self-contained discreet wear-
able sensor to continuously monitor vapor-phase alcohol con-
centration in perspiration. One important design goal of the sen-
sor was to utilize state-of-the-art microelectronics and fuel-cell 
sensors to enable a wristband-sized form factor, which makes it 
more user-friendly and nonobtrusive. Furthermore, the weara-
ble sensor is connected to the cloud as an IoT device through an 
Android smartphone gateway via Bluetooth Low Energy 
(BLE).22 By capitalizing on the ubiquity of smartphones and the 
advancements in cloud systems, the proposed wearable IoT sys-
tem has the potential to enable large-scale alcohol-related re-
search and management. 
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Figure 1. Design of the wearable IoT TAC sensor and its working principles. (A) 3D illustration of a fully assembled wearable TAC sensor. 
(B) Bottom view of the sensor. (C) Exploded view of the internal structure of the sensor. (D) Exploded view of the custom packaging of the 
fuel cell alcohol sensor. (E) Overview of the cloud-based IoT system including: the wearable sensor, an Android smartphone as the gateway, 
a cloud informatics system (e.g. AWS) and a web-based user interface. (F) Cross-section view of the wearable sensor, showing the alcohol 
vapor diffusion pathway. (G) Illustration of the perspiration of ethanol molecules through the skin. (H) Illustration of the working principle 
of the fuel cell sensor, which converts the presence of ethanol to electrical current. 
One important observation in this work is that the vapor-
phase TAC sensors showed significant intrapersonal and inter-
personal variabilities under nearly identical BAC conditions. To 
our knowledge, these phenomena have not been sufficiently 
studied in previous literature. However, for such TAC sensors 
to be useful as a quantification tool, it is necessary to have re-
producible TAC measurements for a given BAC profile. Based 
on our results, we hypothesize that perspiration rate is the dom-
inant factor leading to the TAC measurement variability. If this 
hypothesis is correct, we predict more reproducible TAC meas-
urements can be obtained by compensating for the effects 
caused by changes in perspiration rate. 
In the following sections we describe the design, fabrication 
and testing of our wearable IoT alcohol sensor system, demon-
strate the major challenges we encountered, and discuss in de-
tail possible solutions to the observed intrapersonal and inter-
personal TAC measurement variability.  
MATERIALS AND METHODS 
The wearable IoT alcohol sensor system consists of three 
sub-systems: (1) a self-contained wireless wearable fuel-cell 
sensor for transdermal alcohol monitoring, (2) an Android-
based smartphone serving as the gateway device to bridge be-
tween the sensor and the cloud, and (3) a cloud system deployed 
on Amazon Web Services (AWS) for data storage and analytics. 
(Figure 1.E) 
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Principle of Transdermal Alcohol Sensing. After alcohol 
consumption, ethanol is absorbed by the stomach and small in-
testine through passive diffusion, further diffusing into the sur-
rounding capillaries. The alcohol molecules then distribute 
throughout the blood circulatory system, thus reaching other or-
gans in the body, including the skin. Alcohol molecules can es-
cape from the skin through perspiration (Figure 1.G), a process 
critical to TAC sensing. It has been estimated that approxi-
mately 1% of ingested alcohol is excreted through the skin.10 
Following this excretion, the sweat is continuously evaporating, 
turning a portion of the liquid into gas phase, thus allowing 
some of the ethanol molecules to diffuse freely in the air. It is 
through this process that the gas-phase alcohol content can be 
measured by an alcohol gas sensor. 
For clinical purposes, blood alcohol content (BAC) is the 
target metric to be determined. With a well-controlled environ-
ment and, more importantly, stable temperature and local 
sweating rate, the amount of alcohol vapor released from skin 
should strongly correlate with the BAC levels. This BAC-to-
TAC transformation process can be characterized, and if this 
process can be described as an invertible function then the BAC 
levels can in principle be derived from the measurements of a 
transdermal alcohol sensor. 
In our design, the physical quantity measured is the concen-
tration of alcohol vapor in contact with the sensor, converted to 
parts-per-million (ppm). To avoid any ambiguity in “TAC” be-
tween alcohol present in vapor or liquid form, we define a var-
iable specific to the TAC in gas phase: 𝑻𝑨𝑪𝒈. 
Fuel Cell-based Alcohol Sensor. A two-lead electrochemi-
cal fuel cell alcohol sensor was selected as the main transducer 
(Dart Sensors, SKU: 2-EA11). The fuel cell wafer has a sand-
wich structure: a thin porous substrate in the middle containing 
aqueous acidic electrolyte for protons to pass through, and plat-
inum-based catalysts coated on both sides of the substrate to 
form two electrodes,23 enabling the electrochemical reactions 
(Figure 1.H).  
Like many other direct-ethanol fuel cells (DEFC), this fuel 
cell sensor catalyzes the reduction-oxidation (redox) reactions 
between ethanol molecules and oxygen, producing water and 
carbon dioxide. The half-reactions occurring at the two elec-
trodes of a typical DEFC can be expressed as the following:24,25 
Anode C2H5OH + 3H2O → 12H
+ + 12e− + 2CO2 
Cathode 3O2 + 12H
+ + 12e− → 6H2O 
Shorting the anode and cathode electrodes externally pro-
vides the generated electrons (anode) with a pathway to reach 
the other side (cathode), as the protons travel through the elec-
trolyte. Thus, electrical current is generated as a product of the 
overall redox reaction: 
Overall Reaction C2H5OH + 3O2 → 3H2O + 2CO2 
According to the manufacturer, the fuel cell sensor generates 
roughly one electron per ethanol molecule consumed, which is 
smaller than the theoretical number. Previous studies reveal that 
the reactions happening in the two electrodes are more compli-
cated than the half-reaction equations, including multiple pos-
sible pathways.26 One hypothetical explanation is that most of 
the ethanol molecules are first adsorbed on the platinum, gener-
ating one electron for each adsorption. The rest of the ethanol 
molecules would be then oxidized non-electrochemically.  
Nonetheless, the sensitivity of the fuel cell sensor is suffi-
cient for detecting transdermal alcohol content with proper me-
chanical designs, confining the released alcohol molecules in a 
chamber close to the sensor surface. 
As a by-product of the electrochemical reaction, water mol-
ecules will be generated at the cathode of the fuel cell. To avoid 
excessive water accumulation, an absorbent wafer (pink, Figure 
1.D) needs to be placed against the cathode electrode.  
The dimensions of the original sensor package are approxi-
mately 27 𝑚𝑚 × 25 𝑚𝑚 × 6 𝑚𝑚 , while the fuel cell wafer 
and the absorbent wafer are only 11 𝑚𝑚 × 11 𝑚𝑚 × 1 𝑚𝑚 
each. in order to minimize the size of our overall sensor, we 
replaced the original package with a custom plastic housing 
(Figure 1.D).  
The parts of the custom plastic housing were fabricated from 
a 1/4-inch thick polypropylene (PP) sheet (McMaster-Carr, 
8742K135) using a CNC milling machine (Roland, MDX-50). 
Two platinum wires were heated and inserted into the housing 
bottom using a heated soldering iron to form electrical connec-
tions to the inputs of the external amplifier circuits. A fuel cell 
wafer and an absorbent wafer were extracted from the original 
package) and placed in the sensor housing with the platinum 
wires contacting each side of the fuel cell wafer. Finally, the top 
part of the housing was mounted onto the bottom piece to com-
plete a full sensor assembly (Figure 1.D).  
Device Enclosure Design. Figure 1.A depicts a 3D illustra-
tion of a fully assembled wearable transdermal alcohol sensor, 
mounted on a 1.5-inch wide elastic spool with a tri-glide slide 
fixed on one end. The other end of the elastic spool can be in-
serted into the slide and held in place by friction.  
The enclosure of the sensor (Figure 1.C) was designed to 
hold all components in place and protect them from being dam-
aged, with an overall size of 40𝑚𝑚 × 50𝑚𝑚 × 10𝑚𝑚 (Figure 
1.B). It consists of three separate parts: an outer shell (shown in 
green), a housing (shown in blue), and a bottom layer (shown 
in red).  
Two venting ports in the housing (Figure 1.B) were designed 
to provide independent diffusion pathways for gas molecules to 
reach the fuel cell- sensor and a temperature and humidity sen-
sor, separately. This reduces the sensor response time, as the 
effective dead volume is greatly decreased.  
The bottom layer of the enclosure has a thickness of 2𝑚𝑚 
and has a 20𝑚𝑚 hole in the center (Figure 1.B and C). After 
the device is put on the body, a small chamber (Figure 1.F) is 
formed between the skin and the sensor, trapping gas molecules 
released through perspiration (Figure 1.G). A margin greater 
than 10𝑚𝑚 was kept around the hole to ensure a reasonably 
good seal between the skin and the device and minimizing the 
chance of gas leakage. 
Prototypes of the enclosures were fabricated using a 3D 
printer (Zortrax M200) and ABS plastic blend filament (Zortrax 
Z-ULTRAT). After the parts were printed, the bottom layer of 
the enclosures was glued onto the housing using Gorilla-brand 
Super Glue and kept in a well-ventilated area for a week.  
On completion of the steps above, the enclosures are ready 
to be assembled with other components of the wearable sensor, 
as illustrated in Figure 1.C.  
Low-Power Data Acquisition System. A low-power em-
bedded system was designed based on an ultra-low power BLE 
microcontroller (Texas Instruments, CC2650RSM) to perform 
data acquisition, storage, and transmission (Figure 2.A).  
A programmable analog front-end (AFE) potentiostat chip 
(Texas Instruments, LMP91000) with an internal transimped-
ance amplifier (TIA) was utilized in the system to interface with 
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Figure 2. Design, fabrication, and characterization of the miniature low-power wireless data acquisition system. (A) Block diagram of the 
design of the electronics system. (B) Simplified flowchart of the firmware. (C) Top view of an assembled printed circuit board (PCB). (D) 
Bottom view of the assembled PCB with a lithium battery connected. (E) Average power consumption of the electronics system with the 
firmware running continuously.  
the fuel cell sensor, converting the sensor output current to volt-
age. This amplified output signal was directly connected to an 
analog pin of the microcontroller and digitized by the built-in 
12-bit analog-to-digital converter (ADC). Various parameters 
of the potentiostat, including the bias potential and the amplifi-
cation gain, can be configured through an inter-integrated cir-
cuit (I2C) interface. 
To monitor the environmental conditions in the sweat vapor 
collection chamber above the skin, a calibrated digital temper-
ature and humidity sensor (HTU21D) was included in this de-
sign, which also communicates using the I2C interface. The re-
ported accuracies of these sensors are ± 0.3 °C and ± 2 %, re-
spectively. 
In addition, a low-power flash memory device with the ca-
pacity of 8 megabytes (MX25R6435F) was incorporated for 
general-purpose data storage which communicates with the mi-
crocontroller via a serial peripheral interface (SPI).  
The whole electronic system was powered by a 110 mAh 
3.7V rechargeable Li-ion polymer battery (DTP401525) regu-
lated by a low dropout 3V linear regulator (TPS78230). A ded-
icated charge management controller (MCP73831) was em-
ployed, bridging the external power supply and the battery to 
enable recharging with a standard 5V USB power supply. 
A 4-layer printed circuit board (PCB) layout was designed 
using Autodesk EAGLE PCB design software (version 8.4.0), 
consisting of an L-shape geometry (Figure 2.C, D) that allowed 
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Figure 3. The Android app and the Cloud IoT Informatics System. (A) Block diagram of the Android app, consists of (i) a GUI activity, (ii) 
a BLE service handles the data communication between the smartphone and the wearable alcohol sensor, and (iii) a custom Android library 
receives the sensor data stream from the BLE service, organizes the data in JSON format, and sends the data to the cloud database using the 
InfluxDB-java library. (B) Design of the graphical user interface (GUI) of the Android app. (C) Block diagram of the cloud IoT informatics 
system, including an open-source time-series database (InfluxDB) and a dashboard software with built-in web server (Grafana), hosted on a 
cloud platform (AWS). (D) A web-based dashboard showing a sample dataset (alcohol, temperature, humidity) acquired from a prototype 
sensor. 
us to pack all components into a smaller space. In this layout, a 
10-pin, 1.0 mm pitch JST connector was utilized as the interface 
to access various signal lines in the system. 
A batch of PCBs was ordered from a commercial PCB man-
ufacturing service (OSHPARK), and the electronic components 
were populated manually. Afterwards, the fabricated circuit 
boards were cleaned with the following procedure: (1) immerse 
in 70 % ethanol solutions for 10 minutes, (2) brush under run-
ning pure water multiple times using anti-static brushes, and (3) 
air-dry for 30 minutes.  
The firmware image was loaded into the microcontrollers 
via the JST connector, and a set of tests were performed to val-
idate the electrical performance of the prototypes. The power 
consumption of a fully functional circuit is about 1.1mW at 
3.7V supply (Figure 2.E), permitting the 110 mAh lithium bat-
tery to last for over a week on a full charge.  
Once the circuit boards were fully tested, a silicone modified 
conformal coating (MG Chemicals 422B) was carefully applied 
on both sides of the PCB to protect it from corrosion. The coated 
circuits were then kept in a well-ventilated area for a week to 
let the solvents fully evaporate. This coating is critical for the 
reliability of the electronic system, as the circuits will be work-
ing in a high humidity environment.   
Low-Power Event-Driven Firmware. A custom firmware 
was developed using development tools provided by Texas In-
struments (TI), including Code Composer Studio (version 8), 
TI’s ARM compiler (v16.9.4.LTS), Sensor Controller Studio 
(version 2.5.0) and Bluetooth Low Energy software stack (SDK 
v2.2.2).  
A TI RTOS task was implemented to manage and coordinate 
all peripheral devices asynchronously to accomplish data acqui-
sition, storage, and transmission. It has an event-driven archi-
tecture to minimize the power consumption (Figure 2.B).  
A Bluetooth Low Energy (BLE) service was implemented 
for data communication between the wearable sensors and any 
compatible BLE central devices. This service consists of five 
major characteristics: two 20-byte characteristics (TX/RX) for 
general-purpose communication and control based on a custom 
application layer protocol, and three 4-byte characteristics for 
spontaneous sensor measurement results (alcohol content, tem-
perature, and relative humidity) in single-precision floating-
point format. 
After initialization, the electronic system performs data ac-
quisition continuously at a sampling frequency of 1 Hz. The 
amplified signal of the alcohol sensor is digitized by the ADC 
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of the microcontroller, while the temperature and relative hu-
midity levels are quantified by a calibrated digital sensor 
(HTU21D). Measurement results are temporarily stored in sep-
arate data buffers in the random-access memory (RAM) and 
written to the value fields of the corresponding BLE character-
istics. A software timer, triggered every minute, runs continu-
ously to average the data buffers and store the 1-minute average 
data into the external flash memory. This flash memory chip is 
managed as a non-volatile circular first-in first-out (FIFO) 
buffer, with its storage capacity adequate to hold over 100 days 
of data.  
The LMP91000 potentiostat chip can be configured to select 
8 different gain resistances (7 internal and 1 external) for its 
transimpedance amplifier. An algorithm was implemented to 
shift the gain automatically based on the digital readings of the 
ADC, maximizing the dynamic range of the data acquisition 
system.  
Android App as the Gateway Device. An Android app was 
implemented to use a smartphone as the gateway device, bridg-
ing the wearable IoT sensor and the cloud system (Figure 3). 
This app has three major functions: (1) scanning and listing 
nearby BLE devices with a specific device name, allowing the 
user to select one to connect, (2) requesting real-time measure-
ment data from a connected device at a frequency of 1 Hz and 
synchronizing the timestamped data to a dedicated cloud sys-
tem, and (3) retrieving the historical data stored in the on-board 
flash memory, timestamping it, and synchronizing to the cloud 
system. In addition, three buttons were provided as the quick 
access to adjust the range of the time-series plots.  
A simplified block diagram of the app is illustrated in Figure 
3.B, which shows the four major software modules. A graphical 
user interface (Figure 3.A) was designed for the users to interact 
with the background service (Custom BLE Service) that scans 
nearby wearable IoT sensors and communicates with a sensor 
using our custom application layer protocol.  
As mentioned above, once a wearable sensor is connected, 
the real-time measurement data is retrieved at a frequency of 1 
Hz. At this point, the user can also download all historical data 
stored in the flash memory by pressing a button on the GUI. The 
background service then performs four tasks on every dataset: 
(1) apply current system timestamp, (2) save a copy in the local 
storage, (3) send the dataset to the active GUI activity for data 
display, and (4) transmit formatted data to the cloud system.  
A custom library (libgwearandroid) was implemented to 
compile the retrieved measurement data in JSON format and 
transmit the formatted data to the cloud system over the Internet 
using the InfluxDB-java library. 
Cloud System for IoT Data Storage and Analytics. A pro-
totype cloud system was developed and deployed on the Ama-
zon Elastic Compute Cloud (Amazon EC2) platform for wear-
able IoT data storage and analytics. An Amazon EC2 instance 
(t2.micro) was configured and launched in the Amazon Web 
Services (AWS), managed via remote secure shell (SSH). The 
instance was configured with 1 virtual CPU, 1 GB memory, and 
8 GB SSD storage. Ubuntu Server 18.04 LTS was running on 
the instance.  
An open-source time series database, InfluxDB, was in-
stalled to store the timestamped measurement data and miscel-
laneous information. By default, InfluxDB is listening to a 
TCP/IP port (8086) for any incoming http request, and incom-
ing data will be inserted into the database through the InfluxDB 
API. 
In addition, an open-source time series data analytics soft-
ware, Grafana, was utilized for data visualization, permitting 
the user to view and download measurement data remotely 
through a web browser. A dashboard (Figure 3.C) was config-
ured to display the measurement data (alcohol, temperature and 
relative humidity) from a selected wearable IoT sensor in a 
user-defined time frame. These records can also be downloaded 
to a local computer for further analysis using data processing 
software such as MATLAB or Python.  
Data Analysis. The data entries stored in the wearable sen-
sor share a pre-defined data structure consisting of 16 bytes, in-
cluding data type (2 bytes), data id (2 bytes), and 3 values (3 x 
floating-point number). Measurement data is parsed from the 
binary data retrieved from the sensor, while the timestamps are 
calculated from the current system timestamp and data id (in-
crease by 1 every minute). This timestamped dataset is stored 
in a comma separated values (CSV) format for further analysis. 
A python program was implemented to perform data analy-
sis, converting the sensor readings to TACg measurements 
based on the corresponding calibration parameters obtained in 
the calibration experiments and removing the baseline shift as 
described below.  
Transdermal Alcohol Sensor Calibration. Calibration is 
required to obtain the parameters to convert the ADC readings 
to the actual alcohol vapor concentrations.  
A typical calibration setup is shown in Figure 4.A: an alco-
hol sensor was taped on the inside of a lid of a sealed mason jar 
containing 600 mL of an ethanol-water mixture solution of a 
known concentration, and a nearby smartphone was running our 
Android-based application to stream real-time sensor data to the 
cloud. All calibration experiments were conducted in a lab en-
vironment at a room temperature of 25 °C. Over time, the gas 
concentration inside the mason jar reached equilibrium, the 
value of which was determined by Henry’s law (Figure 4.B). 
According to our tests, it generally took 25 to 30 minutes for the 
sensor reading to plateau, indicating equilibrium had been es-
tablished.  
Six jars of the water-ethanol mixture solutions of various 
ethanol concentrations were prepared by diluting reagent-grade 
99.45% ethanol (Sigma-Aldrich E7023-4L) in pure water. A 50 
mL 20 % (w/v) ethanol solution was first prepared by weighing 
10 grams of ethanol in a 50 mL centrifuge tube and filling the 
remainder with pure water. The centrifuge tube was then sealed 
and attached to a running rotator (VWR 10136-084 Tube Rota-
tor) for 1 hour to assure that the liquids were fully mixed. Af-
terwards, six mason jars with 600 mL of pure water were pre-
pared, and various volumes of 20% ethanol solution were pipet-
ted into the mason jars to constitute solutions of different con-
centrations, ranging from 0 to 0.60%.  
The alcohol sensor prototypes were placed in each mason jar 
in sequence. After one calibration routine (six calibration ex-
periments), the data for different concentrations were aligned 
and data segments at 25-30 minutes were extracted to derive the 
calibration curve. Figure 4.C shows a sample dataset obtained 
from a calibration routine. As expected, the readings of the al-
cohol sensors are linearly proportional to the ambient ethanol 
gas concentration. 
Sensor Baseline Characterization. The baselines of the 
fabricated alcohol sensors were evaluated after the calibration. 
A calibrated sensor was placed in a lab environment (tempera-
ture-controlled room, T≈25℃) for an extended period (> 2 
hours) without the presence of alcohol, establishing the baseline 
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Figure 4. Characterization of the TAC sensor. (A) Experimental setup for sensor calibration using known concentration ethanol-water 
solutions in a sealed mason jar. (B) The vapor-phase ethanol concentration inside the sealed mason jar is determined from the liquid-phase 
concentration by Henry’s law under equilibrium. (C) A sample sensor calibration using six prepared ethanol-water solutions with known 
concentrations. The sensor calibration curve is shown on the right. (D) Results of an on-body deployment experiment with no alcohol 
consumption, showing a baseline shift caused by temperature gradient between the human body and the environment. The baseline shift 
stabilized after approximately 1 hour and was removed in data post-processing. 
of the sensor in a “clean” environment. Afterwards, a male hu-
man subject was instructed to wear the sensor on his left upper 
arm for 2-4 hours in the same environment without ingesting 
alcohol to observe the behavior of the baseline during on-body 
deployment.  
A sample dataset of the baseline characterization experiment 
is shown in Figure 4.D. The measurement data of the sensors 
was very flat before the on-body deployment, with mean (𝜇𝐴𝐷𝐶) 
= 265.8 (-0.07 ppm) and standard deviation (𝜎𝐴𝐷𝐶) = 5.8 (0.03 
ppm). However, after the sensor was placed on the body, 
changes in sensor readings were observed. The baseline shift of 
the alcohol sensor reached a plateau in roughly an hour, follow-
ing the trends of the temperature data. The mean of the alcohol 
sensor measurement in plateau was increased to 1340.6 (5.74 
ppm), and the standard deviation was increased to 23.8 (0.13 
ppm).  
According to our observations, both the magnitude and the 
direction of this sensor baseline shift were mainly affected by 
the temperature gradient across the sensor electrodes, which is 
generated by the difference between body temperature and the 
ambient temperature. Currently, the underlying mechanism is 
not clear to us. However, combining the observations and the 
nature of heat transfer processes, we suspect that the baseline 
shift follows a shifted negative exponential function ( ±A ⋅
e−Bt ∓ C). In practice, this baseline shift was approximated us-
ing a second-order polynomial and subtracted from the original 
measurement data.
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Figure 5. Human subject testing under well-controlled environmental and drinking conditions. (A) The protocol of a controlled alcohol 
consumption experiment with the transdermal alcohol sensor attached on the left upper arm of the subject. (B) The figure of a sample set of 
BAC and TACg data from an one standard drink experiment, showing that relative to the BAC curve, the TACg is delayed and broadened, 
consistent with previous studies.27–31 (C) Plots of the average BAC and TACg curves derived from six experiments conducted by a male 
human subject, with color bands highlighting the corresponding standard deviations. The results showed both BAC and TACg curves can 
easily distinguish one and two standard drinks.
Study Protocol and Sensor Testing with Human Sub-
jects. The study protocol is depicted in Figure 5.A. The experi-
ments were completed in a lab environment, where the ambient 
environment is relatively stable (especially temperature), mini-
mizing the influences of the various random variables present 
in a real-world environment. A 10+ hour fasting subject was 
instructed to wear the alcohol sensor and wait for an hour for 
the baseline stabilize. Next, the subject consumed one or two 
standard drinks (Sake, 15% alcohol content) within five 
minutes and rinsed his mouth thoroughly three times to elimi-
nate any residual mouth alcohol.32 A breathalyzer (BACtrack 
S80) was provided for the subject to measure his/her BAC level 
every 5 minutes, until it indicated a reading of 0. The subject 
was asked to avoid food and water intake during this period for 
consistent alcohol absorption in the body. 
Once the BAC level reaches zero, there should be no alcohol 
left in the digestive system and the subject can ingest anything 
without alcohol content without negatively impacting the study. 
Previous studies have shown that it takes much longer for the 
TAC to vanish.33 To account for this, the subject was instructed 
to wear the sensor for 6 hours after drinking. Historical data 
stored on the sensor were downloaded for analysis after the ex-
periments. 
Following the protocols outlined above, six alcohol con-
sumption experiments were conducted by a male subject (sub-
ject 1) to validate the performance of the sensor prototypes and 
study the variability of both BAC and TACg – three with one 
standard drink and three with two standard drinks. Based on the 
observations from the initial six trials, additional comparison 
studies were designed and conducted by adding a second male 
subject (subject 2).  
Results 
BAC and TACg data (Figure 5). Figure 5.B shows the re-
sults from the initial human subject study, which include two 
time-series data of BAC (mg/dL) and calibrated TACg (ppm) 
measurements. The BAC measurement obtained with a breath-
alyzer was used as “the gold standard” to compare against its 
corresponding TACg values. Results agreed with previous stud-
ies morphologically.27–31 However, the absolute TACg meas-
urements (ppm) and the corresponding aqueous alcohol concen-
trations were generally smaller than the results shown in the 
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Figure 6. Intrapersonal variability of transdermal alcohol sensing. (A) Body location induced variability: two calibrated sensors attached to 
different parts of the body (left upper arm and left ankle) produced different results in a single drinking experiment. The TACg data obtained 
from the upper arm was significantly higher than that from the ankle. (B) Clothing condition induced variability: BAC and TACg results of 
two experiments conducted by a male subject consuming one standard drink each. In the first experiment, the subject was wearing a t-shirt. 
In the second, the subject was wearing winter jackets to induce sweat. The BAC curves agreed well with each other, while the TACg results 
showed significant difference. Whenever there is a humidity spike, a TACg spike was also observed (as marked by the dashed vertical lines 
in the figure).  
previous literature.27–31 We suspect that the commercial sensor 
systems utilized in these studies may have some internal cali-
bration mechanisms to better estimate the BAC values. 
After completing the initial six human subject trials, the 
mean values of the BAC and TACg under different doses were 
plotted in two separate graphs, with color bands depicting the 
corresponding standard deviations (Figure 5.C). Both BAC and 
TACg data for different doses can be easily distinguished, 
which is a positive sign for being able to utilize the TACg data 
to estimate the BAC levels.  
Intrapersonal Variability of TACg measurements (Fig-
ure 6). To observe potential differences in TACg measurements 
due to the sensor’s position on the body, in some of the experi-
ments the subjects were instructed to wear calibrated sensors on 
both the left upper arm and the left ankle. Figure 6.A shows a 
sample set of TACg data, comparing the two alcohol sensor 
readings. As shown, the TACg measurements were substan-
tially different, which suggests that different locations on the 
body can produce very different TACg results. One explanation 
for this observed difference is a potential difference in local per-
spiration rates. 
To demonstrate that perspiration rate will affect the amount 
of alcohol released through the skin (TACg measurements), two 
identical experiments were conducted by the second male sub-
ject (subject 2), with the only difference being the subject was 
wearing three layers of thick jackets in the second experiment 
to induce sweating (Figure 6.B). We used the ratio between the 
areas under curves (AUC) as a measurement to evaluate the 
BAC and TACg differences. The ratio of the BAC was 0.98, 
while that of the TACg was 0.52. It was also found that during 
the second experiment, spikes in the TACg were correlated with 
spikes in relative humidity (marked by vertical dashed lines). 
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Figure 7. Interpersonal variability of transdermal alcohol sensing: two male subjects, each consuming one standard drink, with the same 
sensor attached to the same location on the body (left upper arm), under similar ambient conditions. The BAC results were slightly different, 
with the ratio between the areas under curves (AUCs) being 0.69. However, the TACg results were significantly different, with the ratio 
between AUCs being 2.65. The relative humidity data from subject 1 was also consistently higher than that from subject 2.
However, this correlation was no longer present at the end 
of the experiment, likely because there was very little alcohol 
content in the perspiration. 
Interpersonal Variability of TACg Measurements (Fig-
ure 7). It was also observed that TACg measurements from dif-
ferent subjects can be notably different while using the same 
sensor, sensor location, and amount of alcohol consumed. The 
comparison of experiments conducted by two male subjects af-
ter consuming one standard drink are shown in Figure 7. The 
AUC ratio of the BAC was 0.69, while the ratio of the TACg 
was 2.65. This implies that in these two experiments, subject 1 
had a lower BAC levels but released more substances through 
the skin perspiration. This contradiction can also be explained 
by the interpersonal differences in perspiration rates, as the rel-
ative humidity data from subject 1 was consistently higher than 
that from the subject 2.  
Discussion 
Arguably, the ultimate goal for personalized alcohol monitor 
development is to achieve a discreet non-invasive continuous 
sensor capable of measuring BAC levels in real-time. Despite 
continuous efforts, this goal remains elusive due to the daunting 
challenges in performing continuous blood measurements. 
TACg sensing offers a promising alternative by measuring al-
cohol in insensible perspiration. In addition, previous theoreti-
cal studies suggest that it is possible to derive BAC from TACg 
data,34–36 which implicitly assumes that the BAC-to-TACg 
transformation is invertible, i.e. there is a one-to-one mapping 
between BAC and TACg. In practice, this dictates that for a 
given BAC profile the TACg sensor should give a reproducible 
output, and distinct BAC profiles should lead to distinct TACg 
curves. However, as described above, we observed significant 
intrapersonal and interpersonal variabilities in TACg measure-
ments under nearly identical BAC conditions. Our data suggest 
that intrapersonal variabilities are likely caused by changes in 
perspiration rate which occur in all TACg sensors. The interper-
sonal variability issues can potentially be resolved by personal-
ized calibrations, as long as the TACg measurements are repro-
ducible for an individual under a given BAC profile.  
It is important to emphasize that for TACg sensors to be use-
ful as a quantification tool, it is necessary to have reproducible 
TACg measurements for a given BAC profile. Therefore, below 
we discuss in more detail how to address the measurement var-
iabilities issues, and other challenges and opportunities in im-
proving TACg sensing technology. 
Effect of the Perspiration Rate. In our experiments, we ob-
served the TACg sensor output has a strong correlation with rel-
ative humidity (Figure 6.B). Because the studies were con-
ducted in a climate-controlled environment, the most likely 
source for local humidity change is perspiration. Thus, we hy-
pothesize that the dominant factor in determining the in-
trapersonal variability in TACg measurements is an individ-
ual’s perspiration rate.  
As fuel cell sensors operate by consuming vapor-phase eth-
anol molecules to generate an electrical current, an increase in 
the ethanol gas concentration in the cell’s vicinity will lead to 
higher sensor readings. However, being the source of transder-
mal alcohol generation, the overall perspiration rate of an indi-
vidual can change dramatically, ranging from 20.8 mL/hr to 1.8 
L/hr.37–41 Such variation will result in significantly different gas 
concentrations in the collection chamber for the same alcohol 
content in liquid sweat.*  
We believe that left uncompensated, other TAC sensors em-
ploying similar sensing mechanisms will also be susceptible to 
changes in perspiration rates. This can potentially explain the 
variabilities and errors reported in previous studies using TAC 
sensors.13,42  
* Except for special cases, such as when the chamber reaches 
Henry’s Law equilibrium. 
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Future studies are required to test this hypothesis and deter-
mine if more reproducible TACg measurements can be obtained 
by compensating for perspiration rate changes. To quantify per-
spiration rate continuously, various techniques have been de-
veloped by the research community, including using multiple 
humidity sensors,43,44 and measuring skin impedance.45–47  
Need for a Theoretical Model of Vapor-Phase TAC Sens-
ing. It is also desirable to establish a theoretical model of the 
wearable alcohol sensor to gain a deeper understanding of the 
overall gas-phase transdermal alcohol movement and provide 
insightful guidance for sensor design and data analysis. From 
this model, conditions under which BAC levels can be derived 
from the TACg measurements may be evaluated.  
 Based on our current understanding, there are five major 
physical processes involved between BAC and TACg measure-
ments: (1) capillary circulation of the skin,48 (2) fluid and solute 
exchange in the skin (diffusion), (3) evaporation of sweat, (4) 
diffusion of ethanol molecules in the sensor spaces, and (5) fuel 
cell sensor reactions.  
A few intriguing publications on mathematical models for 
the underlying physiological systems and using computational 
tools to improve the transdermal alcohol sensing results have 
been published. Topics covered include the fluid and solute ex-
change in the human system,49 the transdermal transportation of 
alcohol,50 the microfluidics of sweat glands,51 the kinetics of 
transdermal ethanol exchange,52 and the deconvolution of trans-
dermal ethanol sensor data,34–36 to name a few. These works 
provide a good framework for creating a model for the wearable 
alcohol sensor.  
As they stand, transdermal alcohol sensing technologies are 
not a direct replacement to currently accepted alcohol sensing 
technologies,33 such as breathalyzers, blood tests, and infrared 
analysis. Although promising results have been published to es-
timate BAC from TAC data, it is still very challenging, if not 
impossible, to achieve real-time BAC measurement using a 
transdermal alcohol sensor, mainly due to the time delays be-
tween the BAC and the TAC. Instead, it is more likely that a 
final device will perform continuous TAC measurements and 
transform the data to time-series BAC results afterwards.  
Effects of Environmental Factors on the Fuel Cell-based 
Alcohol Sensor. Although reproducible results can be obtained 
in a well-controlled environment, significant signal fluctuations 
were observed when wearing the sensors in an outdoor environ-
ment with or without drinking, making it challenging to under-
stand and interpret the data. The most probable influencing fac-
tors include temperature fluctuations, interfering gases, sweat-
ing rate variations, and motion artifacts.  
Baseline shifts due to environmental factors were observed 
in our experiments, as the fuel cell-based alcohol sensor is sen-
sitive to thermal gradients. Particularly in applications with 
low-dose alcohol consumption, it is important to remove the 
thermally related baseline shift from the signal. While in a well-
controlled environment, the baseline shift can be approximated 
and corrected by polynomial fitting, in a real-world setting with 
less control of ambient temperature no simple solution has been 
identified to accurately remove the baseline shift. This problem 
can be tackled with multiple approaches, including using better 
thermal insulation designs, compensating for the thermal gradi-
ent by using multiple temperature sensors.  
Moreover, the fuel cell sensor has a transient response to 
sudden humidity changes. Our testing results showed that a sig-
nal spike, lasting for 5-10 minutes, would appear after a sudden 
change in humidity. The magnitude of the spike was typically 
smaller than 3ppm, and eventually vanished. More data is 
needed to determine if this transient response can be reduced or 
eliminated based on the humidity sensor data.  
Specificity of the Fuel Cell-based Alcohol Sensor. It is 
very challenging for low-power miniature gas sensors to be 
highly specific.53 The specificity of the fuel cell sensor utilized 
in this project is mainly determined by the platinum-based cat-
alysts coated on the sensor electrodes, making the sensor only 
sensitive to a few groups of substances.54 This fuel cell sensor 
is most sensitive to various alcohols and aldehydes, which nor-
mally are not produced by the human body. However, it is pos-
sible for interfering gases to be present in a complicated real-
world environment, thus affecting the sensor measurements. In-
tegrating more sensors into the wearable sensor and applying 
the emerging machine learning techniques may help improve 
specificity of the wearable sensor.55–58 
Gas Pathway Design and Material Selections (Sensor Re-
sponse Time). Alcohol vapor and other interfering gases 
trapped in the alcohol sensor can also affect the baseline and 
response time of the fuel cell sensors. We found that isolating 
the gas pathway to the fuel cell sensor from the other internal 
spaces of the wearable device is an effective method to reduce 
the time constant of the sensor. Additionally, the prototype 
PCBs were cleaned thoroughly, and the coated and glued parts 
were kept in a well-ventilated area for a week for the solvents 
to fully evaporate, minimizing any potential influences from the 
solvent residue. For applications monitoring very low concen-
trations of gases (e.g. in the parts-per-billion range), it is desir-
able to fabricate the enclosures using metals with proper chem-
ical resistance to minimize gas absorption.  
Potential Applications. We envision that in the future such 
a wearable transdermal alcohol sensor capable of estimating 
BAC data will be useful for the alcohol-related research com-
munity, for obtaining objective measurement data at a high tem-
poral resolution. It will also be useful for certain specialized ap-
plications where contextual information can be collected, such 
as emergency rooms, police stations, etc. Additionally, this 
wearable sensor design and the analysis are not limited to trans-
dermal alcohol sensing. Any volatile substance in the sweat can 
be detected by integrating a proper transducer into the system. 
Conclusions 
In this work, we designed and implemented a wearable IoT 
sensor for continuous transdermal alcohol monitoring. Weara-
ble sensor prototypes were fabricated and characterized in a la-
boratory environment and validated by human subject studies 
with alcohol consumption under well-controlled conditions.  
We demonstrated that it is feasible to acquire continuous 
TAC data (TACg) using our prototype system. Results from re-
peated alcohol consumption experiments showed that different 
doses of alcohol consumption can be easily distinguished using 
the TACg. However, interpersonal and intrapersonal variabili-
ties in TACg measurements were observed in several compara-
tive experiments. Based on our observations, we formulated a 
hypothesis that the major influencing factor is the changes in 
perspiration rate. If this hypothesis is correct, more reproduci-
ble TAC measurements can be derived by correcting for the ef-
fects caused by changes in perspiration rate. Theoretical analy-
sis and further validation experiments should be conducted in 
future studies to test this hypothesis and improve the TAC sen-
sors.  
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